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บทคัดยอ 
 

วิทยานิพนธนี้นําเสนอวิธีการสรางกลับคล่ืนไฟฟาหัวใจดวยวิธีการทํานายเชิงเสน เพื่อ
แกปญหาคล่ืนไฟฟาหัวใจท่ีมีปญหาหัวใจเตนผิดจังหวะ และคล่ืนไฟฟาหัวใจขาดหายระหวางการ
บันทึก การทดลองแบงออกเปนสองสวน สวนแรกเพ่ิมปญหาคล่ืนไฟฟาหัวใจเตนผิดจังหวะเปน
จํานวนรอยละ 20 โดยการสุมตําแหนงการเกิดปญหาบนคล่ืนไฟฟาหัวใจปกติ จากนั้นทําการสราง
กลับคล่ืนไฟฟาหัวใจดวยการทํานายเชิงเสน สวนท่ีสองทําการสุมตําแหนงเพื่อตัดขอมูลคล่ืนไฟฟา
หัวใจท้ิงเปนจํานวนรอยละ 20 แลวทําการสรางกลับ โดยท้ังสองการทดลองไดทําการเปรียบเทียบ
ประสิทธิภาพกับขอมูลคล่ืนไฟฟาหัวใจปกติ การแกปญหาของแพทยโดยการตัดชวงท่ีมีปญหาท้ิง 
และการหาคาเฉล่ียของชวงขอมูลท่ีมีปญหา จากนั้นเปรียบเทียบผลการทดลองโดยใชพารามิเตอร
อัตราการเปล่ียนแปลงการเตนของหัวใจ (HRV) ท้ังในสวนของโดเมนเวลา (Time Domain) และ
โดเมนความถ่ี (Frequency Domain) ผลการทดลองการสรางกลับคล่ืนไฟฟาหัวใจมีปญหาหัวใจเตน
ผิดจังหวะและการสรางกลับคล่ืนไฟฟาหัวใจขาดหาย พบวาในโดเมนเวลาการแกปญหาโดยการ
ตัดท้ิง การหาคาเฉล่ีย และการสรางกลับใหผลการทดลองคลาย ๆ กัน และมีความใกลเคียงกับ
คล่ืนไฟฟาหัวใจปกติ แตการเปรียบเทียบโดยโดเมนความถ่ี การสรางกลับโดยการทํานายเชิงเสนมี
ผลการทดลองท่ีใกล เ คียงกับคล่ืนไฟฟาหัวใจปกติมากกวาการตัดท้ิงและการหาคาเฉล่ีย 
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ABSTRACT 
 

This thesis presents a method for reconstruction in electrocardiogram (ECG) using the 
Linear Predictive Coding (LPC) to solve the problems of missing data and interruption by ectopic 
beats. There are 2 phases in the experiments. Firstly, we random positions on a normal ECG and 
synthetically insert 20 percent of PVC beats, and then try to reconstruct the abnormal parts by the 
LPC. Secondly, we random positions on a normal ECG and synthetically cut 20 percent of data 
off, and then try to reconstruct the abnormal parts by the LPC. We compare reconstruction results 
with 2 traditional methods, i.e., to remove the abnormal RR intervals and to estimate the RR 
intervals in the abnormal parts using the averages of their normal neighbors. The Heart Rate 
Variability (HRV) parameters in the time and frequency domains of all 3 methods are evaluated. 
The reconstruction results on the ectopic beat and missing data problems show similar results 
from all 3 methods considering the HRV parameters in the time domain. In the frequency domain 
analysis, however, the reconstruction results by using the LPC are better than the 2 traditional 
methods. 


