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บทคัดยอ

บทนํา ความถูกตองในการคํานวณปริมาณรังสีดูดกลืนของสารรังสีไอโอดีน – 131 ในปอดมี
ความสําคัญในการกําหนดปริมาณรังสีที่เหมาะสมใหกับผูปวย เพื่อรักษาผูปวยใหหายจากโรคหรือ
สามารถควบคุมการดําเนินของโรคได โดยมีความเสี่ยงตอรังสีนอยที่สุด การศึกษาน้ีมี
วัตถุประสงคเพื่อเปรียบเทียบคาปริมาณรังสีดูดกลืนในปอดดวยวิธีคํานวณดวยมือจากภาพสแกน
สองมิติและจากโปรแกรมรังสีคณิต OLINDA และศึกษาอิทธิพลของมวลปอดตอการคํานวณคา
ปริมาณรังสีดูดกลืน
วิธีการศึกษา เปนการศึกษาแบบยอนหลังในผูปวยโรคมะเร็งตอมไทรอยดที่มีการแพรกระจาย
ของเซลลมะเร็งไปปอดจํานวน 10 ราย ที่เขารับการรักษาดวยสารรังสีไอโอดีน-131เปนคร้ังแรก
โดยใชหลักการ เอ็ม ไอ อาร ดี คํานวณคาปริมาณรังสีดูดกลืนในปอดดวยวิธีคํานวณดวยมือจาก
ภาพสแกนสองมิติและการใชโปรแกรมรังสีคณิต OLINDA และนําคา S-value 2 ชุดที่
ปรับปรุงจากขอมูล SAF และมวลปอดของหุนจําลอง คริสต้ี-แอกเคอรแมน-สตาบิน และจากมวล
ปอดของคนไทยมาใชในการคํานวณตามสูตรของ เอ็ม ไอ อาร ดี การวิเคราะหขอมูลคาปริมาณ
รังสีดูดกลืนในปอดที่ไดจากการคํานวณทั้งสองวิธี ใชคารอยละความแตกตางและคาสัมประสิทธิ์
สหสัมพันธ
ผลการศึกษา ปริมาณรังสีดูดกลืนในปอดที่คํานวณดวยคา S-value จากหุนจําลอง คริสต้ี – แอก
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เคอรแมน - สตาบิน และที่คํานวณดวยคา S-value จากมวลปอดคนไทย มีความสัมพันธดีเยี่ยม
ระหวางวิธีคํานวณมือและคํานวณจากโปรแกรมรังสีคณิต OLINDA ดวยคาสัมประสิทธิ์
สหสัมพันธเทากับ 1.0 คารอยละความแตกตางระหวางวิธีคํานวณมือและโปรแกรมรังสีคณิต
OLINDA จากการคํานวณดวยคา S-value จากหุนจําลอง คริสต้ี – แอกเคอรแมน - สตาบิน และที่
คํานวณดวยคา S-value จากมวลปอดคนไทย มีคานอยกวา 0.5 และ 0.3 ตามลําดับ และพบวาคา
ปริมาณรังสีดูดกลืนที่คํานวณจาก S-value มวลปอดคนไทยมีคาสูงกวาคาปริมาณรังสีดูดกลืนที่
คํานวณไดจาก S-value ของหุนจําลอง คริสต้ี – แอกเคอรแมน - สตาบิน ดวยคารอยละความ
แตกตางอยูระหวาง 20.4 ถึง 38.3
สรุปผลการศึกษา ปริมาณรังสีดูดกลืนที่ปอดจากการคํานวณดวยวิธีทั้งสองมีคาไมแตกตางกัน
เมื่อใช S-value ชุดเดียวกัน ดังน้ันการคํานวณทั้งสองวิธีจึงใชแทนกันได นอกจากน้ี การ
เปลี่ยนแปลงมวลของอวัยวะจะมีอิทธิพลโดยตรงตอคา S-value และคาปริมาณรังสีดูดกลืน จึง
ควรพิจารณาอยางระมัดระวังในการนําไปใชกับการคํานวณแบบ เอ็ม ไอ อารดี และเสนอแนะให
หามวลของอวัยวะจากภาพการแพทยคุณภาพสูงตาง ๆ เชน เอ็มอารไอ ซีที อุลตราซาวน เพื่อ
ปรับปรุงความถูกตองแมนยําของการคํานวณปริมาณรังสีดูดกลืนดวยวิธีการคํานวณที่ ใชใน
การศึกษาน้ี
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ABSTRACT

Introduction : The accuracy of radioiodine-131 absorbed dose to lungs was important for proper
administered dose to the patient. In order to get a curative treatment as well as to control disease
progression with the lowest radiation risk.  This proposed study aimed to compare radioiodine-
131 lung absorbed doses by manual calculation from quantitative two-dimensional scan images
and OLINDA dosimetry program and to study the affect of lung mass on calculated absorbed
dose.

Materials and Methods : Retrospective study of 10 well differentiated thyroid cancer with lung
metastases patients who had first treatment of radioactive iodine-131 were studied. Calculation of
radioactive absorbed dose in lungs by manual calculation from two-dimensional scan images and
OLINDA dosimetry program did under MIRD principle.  Two sets of adjusted S-value from
SAF, lungs mass of Cristy-Eckerman-Stabin phantoms and Thai ’s lung mass were used for
calculation by MIRD formula. The lung absorbed dose data from both calculation methods were
analyzed by the percentage of differences and correlation  coefficients .

Results : An excellent correlation between manual calculation and OLINDA dosimetry program
was found by using the S-value of Cristy–Eckerman–Stabin phantoms as well as by using the
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adjusted S-value with Thai ’s lung mass for absorbed dose calculation, r = 1.0. The percentage of
difference between manual calculation and OLINDA dosimetry program by Cristy–Eckerman–
Stabin S-value and adjusted S-value with Thai ’s lung mass was lesser than 0.5 and 0.3,
respectively. Furthermore, a higher lung absorbed dose was found in adjusted S-value of Thai ’s
lung mass than S-value of Cristy-Eckerman-Stabin phantom. The  percentage of absorbed dose
difference by these two S-value sets laid between 20.4 to 38.3.

Conclusion : The absorbed doses in lungs calculated by these  methods were not different when
using the same S-value data set. Thus, both calculation methods could be compatible. In addition,
changing of organ mass directly affected on S-value and organ absorbed dose that should be
carefully consider in MIRD calculation. To define organ mass by a high-quality of medical
images such as MRI, CT, US were recommended to improve accuracy and precision of absorbed
dose calculation by these studied methods.


