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บทคัดยอ 
 
 
 ในปจจุบัน การวิเคราะหหาปริมาณอมิโลสในขาวสารมีวิธีการเตรียมตัวอยางคอนขาง
ยุงยากและเครื่องมือที่ใชมีราคาสูง ซ่ึงเครื่องมือเหลานี้ใชไดเพียงในหองปฏิบัติการเทานั้น            
ไมสามารถที่จะนําเครื่องมือไปใชในภาคสนามได ดังนั้น การคนควาแบบอิสระนี้จึงมีวัตถุประสงค
ในการประดิษฐเครื่องมืออยางงายสําหรับวิเคราะหหาปริมาณอมิโลสในขาวสาร โดยอาศัยหลักการ
ทาง สเปคโตรโฟโตเมตรี ซ่ึงเครื่องมือที่ประดิษฐขึ้นนี้มีขนาด 168 x 215 x 77 มิลลิเมตร             
และมีโครงสรางที่ประกอบดวย  แหลงกําเนิดแสง  ฟลเตอร  ชองแสง  เซลลบรรจุตัวอยาง               
(ใชสําหรับใสสารละลายตัวอยางที่มีสีน้ําเงิน เนื่องจากการทําปฏิกิริยาระหวางอมิโลสกับไอโอดีน) 
โซลาเซลลใชสําหรับเปนตัวตรวจวัดความเขมของแสงและผลิตกระแสไฟฟา สวนมัลติมิเตอร     
ใชเปนตัววัดปริมาณกระแสไฟฟาที่ผลิตได จากผลการทดสอบความถูกตองของการวิเคราะห
ปริมาณอมิโลสโดยใชชุดทดสอบเทียบกับวิธีมาตรฐานที่ใช เครื่องสเปคโตรโฟโตมิเตอร           
ใหผลการทดสอบไมแตกตางกัน  (p > 0.05)  ถึงแมวาคาเปอรเซ็นตอมิโลสที่ไดจากชุดทดสอบ      
มีแนวโนมสูงกวาวิ ธีมาตรฐานก็ตาม  ชุดทดสอบนี้ เหมาะที่จะใชกับตัวอยางขาวสารที่มี         
ปริมาณอมิโลสอยูในชวงปานกลางจนถึงสูง (20-34%) เทานั้น เนื่องจาก ผลการวิเคราะหขาว
ประเภทที่มีอมิโลสต่ํา (นอยกวา 19%) มีความแปรปรวนคอนขางสูง 
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ABSTRACT 
 
 
 At present, both the preparation methods and the equipment used for amylose 
determination in milled rice were complicated and expensive. Their applications are only in the 
laboratory and unable to carry out to test in the field. This independent study aimed to device           
a simple equipment for quantification of amylose in milled rice using spectrophotometry 
principle. The size of this equipment was 168 x 215 x 77 millimeter.  It included the light source, 
filter, slit, sample cell (using for input the blue complex solution as a result of the reaction 
between amylose and iodine), solar cell and multimeter. Solar cell was used for light intensity 
detection and it could generate current, and measured voltage by multimeter. The accuracy of   
the developed equipment was not significantly different (p > 0.05) from the standard 
spectrophotometric method.  However, percentages of amylose obtained from the developed 
equipment tended to be higher than those obtained from the standard method. This equipment was 
found to be only suitable for using with rice samples containing medium to high quantity of 
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amylose (20-34%), since high variation of amylose quantity were observed when milled rice with 
lower quantity of amylose (< 19%) was tested.  
 


